
 

Date of Result: 07/02/2022 

SR 200 Full Face Mask & SR 510 P3 R Filters 

The above testing was carried out at a UKAS approved test laboratory to the 

requirements of the specified test method and in line with the requirements of 

the relevant PPE regulation 

Product Tested: 

Indicative Test: 

Test Results: 

Product Audit Testing 

Address: 

Registered Safety Supply Scheme Member 
Name: 

BS EN 143:2000+A1:2006 7.12 Filter Penetration Vs NaCl & Paraffin Oil 

Pass <0.001% Vs 0.05% Maximum 

Stockholmvägen 33 

SE-181 33 Lidingö 

Sweden 

Sundström Safety AB 

www.registeredsafetysupplierscheme.co.uk 

BSIF 

Fourth Floor Offices, The Roberts Building,  

48 Maylands Avenue, Hemel Hempstead, 

Herts, HP2 4SQ 


